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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical Committee for Food 
additives and contaminants (TC 21) and published by the Ethiopian Standards Agency (ESA). 

The standard is a reaffirmation for reprint of the Ethiopian Standard ES 312:2001, Edible salt - 
Determination of copper content- Zinc dibenzyldithiocarbamate- Photometric method, with some editorial 
changes without altering the technical contents in the former text. 



ETHIOPIAN STANDARD ES 312:2001 



Edible salt — Determination of copper content —Zinc 
dibenzyldithiocarbamate photometric methd 



1 Scope 

This Ethiopian Standard specifies the method for the determination of copper content in salt. 

2 Normative reference 

The following standard contains provisions, which through reference in this text constitute the provisions of this 
Ethiopian Standard. At the time of publication the edition indicated was valid. All standards are subject to revision 
and parties to agreements based on this Ethiopian Standard are encouraged to investigate the possibility of 
applying the most recent edition of the Ethiopian Standard indicated below. Registers of currently valid standards 
are maintained in the Quality and Standards Authority of Ethiopia. 

ES 299:2001 , Edible salt - Sampling. 

3 Principle 

The principle of this method of test is the formation of a coloured complex by reaction of the copper with zinc 
dibenzyldithiocarbamate and photometric measurement at wavelength of approximately 435nm. 

NOTE. By carrying out the determination in acid medium, interferences, especially from iron manganese, nickel and cobalt, are 
suppressed or much reduced. 

4 Reagents 

The following reagents of recognized analytical reagent quality shall be used: 

4.1 Carbon tetrachloride, redistilled 

4.2 Hydrochloric acid, HCI = 2 mol/L. Dilute 160 ml of hydrochloric acid, 1.19 g/ml, to 1000 ml with water. 

4.3 Zinc dibenzyldithiocarbamate, 0.5 g of zinc dibenzyldithiocarbamate in 100 ml of carbon tetrachloride. 

4.4 Copper stock solution, 0.100 g cu per litre. Weigh, to the nearest 0.0001 g, 0.393 g of copper (II) sulphate 
pentahydrate (CUSO4.5H2O) and transfer to a 1000 ml one mark volumetric flask. Add 50 ml of the hydrochloric 
acid solution, dilute to the mark with water, and mix well. Make this solution freshly each week. 1 ml of this 
solution contains 100 |jg of Cu. 

4.5 Copper standard solution, 0.0010 g of Cu per litre. Introduce 10.0 ml of the stock copper solution into a 100 
ml one mark volumetric flask, dilute to the mark with water and mix well. One ml of this standard solution contains 
1 |jg of copper. Prepare this solution at the time of use. 

5 Apparatus 

The following apparatus shall be used: 
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5.1 Ordinary laboratory apparatus 

5.2 Spectrometer, or photometer, filled with filters having a maximum transmission between 430 nm and 440 nm 

5.3 Burette, 25 ml graduated in 0.02 ml. 

6 Sampling 

Samples shall be taken in accordance with ES 299. 

7 Procedure 

7.1 Caution 

Ensure that no trace of copper is introduced during the analysis by the reagents, the water or apparatus, especially 
the apparatus used in the preparation of the initial sample. 

7.2 General 

Wash all new glassware used in the determination as follows: - 

a) With brush and soap if the sides are greasy. 

b) With concentrated nitric acid, followed by several rinses with water. 

The glassware shall be used a few times before carrying out on actual determination. It shall then be kept 
exclusively for the determination of copper. 

7.3 Test portion 

Weigh, to the nearest 0.001 g, 100g of the test portion. 

7.4 Blank test 

Carry blank test following the same procedure and using the same quantities of all the reagents used for the 
determination but omitting the test portion. 

7.5 Preparation of the calibration curve 

7.5.1 Preparation of the standard colourimetric solutions 

Introduce, from the burette, into a series of five 500ml separating funnels, each containing 25 ml of the hydrochloric 
acid, the volume of copper solution shown in table 1 . 
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Table 1 - Mass of copper in standard solutions 



Standard copper solution 


Corresponding mass of 
copper 


ml 

2.5 
5 

7.5 
10.0 


|jg 


2.5 

5 

7.5 
10.0 


^* Compensation solution 





7.5.2 Formation of the coloured complex 

Dilute the contents of each separating funnel to approximately 250 ml with water, and mix. And 25ml of zinc 
dibenzyldithiocarbamate solution. Shake well for 1 min and allow the layers to separate. Run the lower layer 
through hydrophobic filter paper into a cell of optical path length 4 cm. 

NOTE - Cells of path length 5 cm may be used if 4 cm cells are not available 

7.5.3 Photometric measurements 

Adjust the apparatus to zero absorbency with respect to carbon tetrachloride prior to each measurement. Measure 
the absorbency of each solution in a cell of optical path length 4 cm, using the spectrometer set at the wavelength 
of maximum absorbency (approximately 435 nm) or the photometer fitted with the filters specified. Deduct the 
absorbency of the zero standards from the absorbency obtained for each calorimetric solution. 

NOTE - Carry out the measurements immediately after extraction in order to minimize the evaporation of the carbon 
tetrachloride. 

7.5.4 Plotting the calibration curve 

Plot a graph having for example, the mass of copper contained in the standard calorimetric solutions expressed in 
micrograms, as abscissa and the corresponding values of the absorbency as ordinates. Prepare a new calibration 
curve whenever a new stock solution is prepared. 

7.6 Determination 

7.6.1 Add the test portion to a 600 ml beaker, and 350 ml cold water and 50 ml of the hydrochloric acid (3.2). Boil 
until the sample has completely dissolved. Cool to approximately 20°C. Transfer the solution to a 500 ml one- 
mark volumetric flask, dilute to the mark with water and mix well. 

NOTE - If the final solution is cloudy, filter it. 

7.6.2 Introduce an aliquot portion of the test solution containing to 10 |jg of copper into a 500 ml separating 
funnel and add 25 ml of the zinc dibenzyldithiocarbamate solution. (4.3) 

It shall be stoppered well shaken for a minute and the layers allowed to separate. Run the lower layer out through 
hydrophobic filter paper into a cell of optical path length of 4 cm. 

NOTE - If cells of 5 cm path length have been used to prepare the calibration curve, then use cells of 5 cm path length for the 
determination also. 
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7.6.3 Adjust the apparatus to zero absorbance with respect to carbon tetrachloride prior to each measurement. 
Measure the test solution and blank solution absorbance in a cell of optical path length 4 cm, using the 
spectrometer set at the wavelength of maximum absorbance. (Approximately 435nm) or the photometer fitted with 
filters described. Deduct the absorbance of blank from the absorbance obtained for the sample. 

8 Expression of results 

Using the calibration curve, determine the mass, in micrograms, of copper in the test solution and in the blank 
solution corresponding to the absorbance of zero standard. 

Calculate the total copper content, expressed as milligrams per kilogram on moisture free basis, using the following 
expression: 

SOOm. 100 

-X- 



Vnrio (100 -H) 

Where, 

mo is the mass of the test portion; 

m-i is the mass of copper found in the aliquot portion of the test solution (in jjg); 

H is the moisture content determined in accordance with ES ISO 2483; 

V is the volume, in ml, of the aliquot portion of the test solution. 

9 Test report 

The test report shall include the following information: 

a) a reference to this Ethiopian Standard; 

b) the result and method of expression used; 

c) all information necessary for complete identification of sample; 

d) any unusual features noted during the determination; and 

e) any operation not included in this Ethiopian Standard or in the Ethiopian Standard to which 
reference is made, or regarded as optional. 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
estabHshed in 2010 based on regulation No. 193/2010.ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (( 
established in 1970. 



ESA ^s objectives are: 



* Ethiopia (OSAKW^hich was 



<♦ Develop Ethiopian standards and establish a system that enable to 
check weather goods and services are in compliance with the 
required standards, 

♦ Facilitate the country's technology transfer through the use of 
standards, 

♦ Develop national standards for local products and services so as to 
make them competitive in the international market. 

Ethiopian Standards ^^^ 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
^including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website^ 




ESA has the copyright of all its publications. No part of these publications may be 
reproduced in any form without the prior permission in writing of ESA. 
International Involvement 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (lEC) and American Society for Testing and Materials (ASTM). It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at the following address. 

The Head Office of ESA is at Addis Ababa. 

Son- 646 06 85, Oil- 646 05 65 
1^011-646 08 80 
IHI 2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org. 
Website: www. ethiostandards. org 
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